[Measurement of colloid osmotic pressure. Experience with the IL 186 Weil-Oncometer system].
The crystalloid colloid fluid controversy has increased the interest in colloidoncotic pressure (COP) of plasma as a significant parameter in fluid exchange. Equipments for direct measurement of COP are now available and their value has to be determined now. Based on own experiences the handling, advantages and disadvantages of the WEIL-Oncometer are described and recommendations for improving the system are made.